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PREFACE
Dear user,
Haelvoet would like to thank you for the confidence you have put in our company by opting for a
Haelvoet product. You have chosen a high-end product resulting from our inexhaustible experience in
the development and production of healthcare furniture. Our continuous pursuit of improvement and
optimisation aims at increasing our customer satisfaction even more. All our products are fully
checked before they leave our company. If you face a problem, however, please do not hesitate to
contact us.
This manual has been written to make you familiar with the installation, the electric and mechanical
aspects, and the maintenance of this Haelvoet product. Therefore, we strongly advise you to go
through this document before using or servicing the product. Please do not hesitate to ask for extra
manuals at Haelvoet NV in case this may seem necessary. We kindly request you to make sure that
all users and maintenance technicians have the necessary information at their disposal and have
access to it at all times.
The purpose of this manual is to offer you a clear and transparent overview of the functional and
technological aspects of the Domus E-move chair. Consequently, Haelvoet NV cannot be held liable
for any damage or injuries that result from incorrect product usage, incorrect chair interventions or any
possible unclear descriptions in this document. Since Haelvoet NV continually aims at making
technological progress, Haelvoet reserves the right to modify the product as well as this manual, and
all this without prior notice.
Nothing from this edition may be multiplied and/or made public in any form or manner, either
mechanically or electronically, without prior written consent of Haelvoet NV.
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I. SAFETY INSTRUCTIONS
1.1 General instructions
We strongly advise you again to read the entire manual, so that the instructions for an optimal use as
well as those for a preventive and curative maintenance of the E-move chair are carefully followed.
Please inform all readers about the possible risks that can be run when not reading or following this
manual.
The manufacturer, installer, importer or distributor of this product can only be held liable and stand
surety for the basic safety, reliability and required qualities of the product if:
▪

decently trained technicians perform assembly tasks (e.g. assembly of accessories),
adjustments, modifications, repairs and/or maintenance work.

▪

the E-move chair is used and maintained in accordance with the instructions in this
manual and in a way that is considered a normal use of a chair.

▪

the user and technician have become acquainted with this manual and/or have received a
good training of a qualified person.

By doing so, the risks for the user are reduced considerably, whereas the product life of the E-move
chair is increased. Furthermore, all chair functions should be checked annually.
The E-move chair is intended and made for the support of an adult person in a seating or relax
position during the treatment or guarding of diseases or injuries.
The E-move chair has been developed for people taller than 146 cm.
Appropriate precautions have to be taken to treat small or very fragile persons. Furthermore, it is very
dangerous for children to operate the relax chair or to use it as a toy.
Before you start using the E-move chair, please make sure that the chair functions properly. That is
why you have to check the following elements before you use it:
•

Remove all packing material and recycle it environment-friendly.

•

Please check if the E-move chair and all its parts have been delivered in accordance with the
delivery note.

•

Please check if the chair has not been damaged during transport and delivery.

•

In case huge temperature differences have to be overcome: let the chair adapt itself to the
room temperature for 24 hours.

•

Activate the brakes of the E-move chair, if provided of castors.

•

Read the entire manual.

•

Clean the E-move chair as described in chapter 4 of this manual.

•

Make sure that no obstacles hinder the free movement of the chair.

•

Check the chair functionality by means of the checklist. (see appendix)

Only use electric appliances that function perfectly in the vicinity of the chair. Make sure
that these appliances are never connected by means of a multi-socket under the chair
(risk of electrocution and fire because of the fluids). You should avoid using extension
cords and multi-sockets.
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This chair complies with the EC Directive concerning machinery 2006/42/EC. Keep in mind that every
technical product, whether it is mechanical or electric, can be dangerous when it is used incorrectly.
You should give priority to the interest and safety of the user, visitor and manipulator at all times. Make
sure that all users have access to this manual.
It is the responsibility of the distributor to inform the customer about the chair’s functionality,
maintenance and disinfection. The customer has to contact the distributor in case of uncertainties or
insufficient user information. He also has to address himself to the distributor if he wants additional
training.
Persons (playing children in particular) or obstacles may never be under the relax chair. Please make
sure that all other equipment is put in safe conditions, before the chair is lowered, raised or removed.
Take also care of the user’s safety during any chair manipulation. No chair function may be activated if
there are obstacles of any kind in the vicinity of the chair. Sitting in the E-move chair is not allowed for
people other than the user.
Load the chair and the electric actuators only to the extent as described in the technical file. Always
contact the technical service when the chair makes strange noises or movements.
Never move the chair when the castor brakes are activated. You should also make sure that certain
chair accessories (IV rod,…) do not hinder a safe and fluent passage through doors and the like.
Please be careful when moving the chair and avoid collisions, especially with other people.
When you use additional or peripheral equipment, you have to make sure that everything has been
installed correctly and that everything functions properly. Please avoid using loose cables or wires and
do not use multi-sockets. Contact your supplier or Haelvoet NV if you have any questions about
peripheral equipment.
Appliances that create strong electromagnetic fields and influence the chair’s use are not allowed in
the vicinity of the chair. Keep in mind that the chair itself also creates electromagnetic fields and can
possibly influence the (measuring) instruments used near the chair.
The chair may not be used when there is a risk of explosion. It may also not be used near
inflammable, volatile anaesthetic gases.
When you think that there is some damage or that the chair does not function properly, you have to
indicate clearly on the chair that it is OUT OF USE. Furthermore, contact the technical person who is
in charge as soon as possible.
The E-move chair may only be used when the following ambient conditions are present:
▪

Temperature: between 5°C and 40°C.

▪

Humidity of 20% to 90% at 30°C without condensation.

▪

Atmospheric pressure between 700 and 1060 hPa.
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1.2 Performance
1.2.1 Safe working load
The maximum safe working load of the Domus relax E-move is 135 kg

1.3 Domus E-move chairs: versions

Domus E-move Flex

Domus E-move Soft

Relax mechanism: E-move
(artnr 15038)

Relax mechanism: E-move
(artnr 15032)

1.4 Moving parts
Make sure that you can’t get stuck between or in the moving parts, even if these parts are not
activated.
All parts should be able to move freely (do not install the chair near a windowsill or other obstacles).
Make sure that the mains cables of peripheral equipment (user hoist, compressors, reading lamp,…)
can never get stuck or damaged during a chair manipulation.

1.5 Warnings
Always activate the brakes when the chair is not moved.
Make sure that the brakes of the chair have been activated, before activating the
relax position of the chair.
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When the relax position has to be activated, it is recommended to put the hands of
the user on the front side of the armrests. By doing so, the activation of the relax
position is not obstructed.
When the user has to leave the chair, the footrest first has to be moved inwards.
Users of the chair may not stand on the footrest.
Relax position: see remarks on page chapter II.

1.6 Preventive maintenance
All functions of the E-move chair should be checked at least annually. For this purpose, we refer to
chapter IX of this manual.
The relax chair may only be repaired by a qualified technician in case of a malfunction or defect.
Clearly indicate on the chair that it is “OUT OF USE”. Contact the person who is in charge of the
furniture as soon as possible. Repairs by unqualified people may cause severe damage or injuries.

1.7 Mains cable
When installing or removing the chair, please make sure that the chair does not stand on the
connecting cable or that the cable is not jammed between the moving sections. Never ride with the
chair over the connecting cable or pull at it.
Please check the mains cable at regular times. Pay attention to any damage (e.g. compressed, a kink,
open wires, etc.). Make sure that the cable is not jammed, and never ride with the chair over the mains
cable. Never remove the chair without first disconnecting the mains cable. Also ascertain yourself of
the fact that the strain relief sufficiently clamps the mains cable. Pull the plug out of the socket when
you want to clean the chair or perform an intervention on it.
Always wrap the mains cable around the suspension hooks before you move the chair.

1.8 Spare parts and options
Only use spare parts or options that have been approved by Haelvoet NV.
Haelvoet NV cannot be held liable for any damage or injuries resulting from modifications to the Emove chair and/or the use of non-original spare parts or options without the knowledge and prior
written consent of the manufacturer.
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II. OPERATING INSTRUCTIONS
2.1 How to activate the relax position
The Domus E-move relax chair has been designed for users with an average
morphology. In case medical surgery (e.g. leg amputation) leads to major changes in
the user’s morphology, the seat inclination (relax position) has to reduced so that the
relax chair cannot tilt backward.
The user may not be left alone in a relax position, when the user cannot leave this
seat position on his own.
Always clearly explain to the user how the relax position works.
Users with limited physical or mental capacities may only be put in the relax position
under supervision.

2.1.1 Electric functions
The relax position is activated by means of a built-in hand control which is integrated in
the right side of the relax chair.
Please always explain the electric functions to the user and inform him about the possible
risks while using the chair. Users may only operate the chair when they have sufficient
knowledge or experience with the chair. Users with impaired physical or mental
capabilities may only manipulate the chair when there is sufficient supervision.

Figure 2.1: Built-in hand control

Figure 2.2: Hand set with cable
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All electric control buttons are Momentary Touch buttons. When 2 function buttons are touched
simultaneously, the control will consider this an error. All electric manipulations will be stopped
immediately.
Make sure that the user and especially children cannot reach the hand switch in
order to guarantee the user’s safety. This applies for the following cases:
▪

When children are near the chair without supervision

▪

If a manipulation can be dangerous for the user

▪

If the user is not capable of operating the chair safely, or when he can put
himself in danger by operating the chair

▪

If additional equipment or accessories can be endanger or harm the user
during a chair manipulation.

Please keep the 10% rule in mind. Never operate the chair continuously longer than 2 minutes. When
you have used the chair continuously for 2 minutes, you have to make sure that the chair is not
activated for at least 18 minutes.
Despite the fact that the electric chair equipment complies with all regulatory obligations, there is still a
chance that there is an interference on another device during a chair manipulation. If this is the case,
you have to put the other equipment further away from the chair and connect it to another net.

2.1.2 Electric manipulation possibilities
Make sure that no part of the body is situated between moving parts.

Figure 2.3: Electric manipulation possibilities
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a) Built-in hand control
The chair position is activated by means of the built-in hand control. With the hand control the backrest
and legrest can be individually inclined. With the simultaneous movement both of them are inclined.
The simultaneous movement puts the backrest, seat and legrest in a “zero-gravity” position. The angle
between the seat and backrest ranges from 97° (in a seating position) to 120° (in the “zero-gravity”
position). When the relax mechanism is activated, the seat is inclined to an angle of 24°. The speed of
the backrest actuator and the legrest actuator are tuned to each other so that this movement takes
place on an ergonomic way.

Figure 2.4: Electric manipulation with the built-in hand control

b) Hand switch
The chair position can optionally be activated by means of the built-in hand switch. With the hand
switch the backrest and legrest can be individually inclined. With the simultaneous movement both of
them are inclined.
The simultaneous movement puts the backrest, seat and legrest in a “zero-gravity” position. The angle
between the seat and backrest ranges from 97° (in a seating position) to 120° (in the “zero-gravity”
position). When the relax mechanism is activated, the seat is inclined to an angle of 24°. The speed of
the backrest actuator and the legrest actuator are tuned to each other so that this movement takes
place on an ergonomic way.
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▪

Backrest adjustment:

▪

Legrest adjustment:

▪

Backrest and legrest adjustment:

2.1.3 Battery (option)
Charge the battery completely (at least 10 hours) before you start using the chair. Always connect the
chair to the net, because frequent, high and long discharges can influence the battery’s life span
negatively.
The Li-Ion battery’s average life span, when used correctly, is at least 7 years, depending on how
much you use it.
Only use the battery when there is an electricity breakdown or when you transport somebody. An
alarm signal warns you when the battery capacity is not sufficient enough anymore during an electric
manipulation. If this is the case, you have to connect the chair to the net immediately.
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2.2 Support
The support of the Domus E-move is made of 2 wooden rounded sides firmly connected with a metal
structure.
2.2.1 Castors (option)

Make sure that the 4 castor brakes have been activated, before you start using the
chair.
The Domus E-move relax chair is equipped with 4 design twin castors Ø 65 or 100 mm on precision
ball bearings (all castors are equipped with individual brakes). Each castor brake can be used
separately by just stepping on the pedal.

Figure 2.5: Deactivated castor brake – activated castor brake

Castors Ø 65 mm are only suitable for moving the seat locally and without a patient.

The castors leave no marks on tiles, carpets, and linoleumed or laminated surfaces. However, please
check beforehand if the castors leave marks on parquet floors because of parquet cleaning products.
The castors have been developed to be used indoors on smooth, flat and cleaned surfaces. Damage
to the castors is possible when they are used on rough, uneven and dirty surfaces.
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2.2.2 Footrest
First lift the front of the footrest a little before pulling it out completely. To put it back again, the front of
the footrest has to be lifted before the entire footrest can be pushed backward.

Figure 2.6: Footrest

The user may only stand on the footrest when he or she is accompanied by
someone of the nursing staff (prevention of stumbling or falling).

2.2.3 Moving the chair
The following steps have to be followed to move the chair in a durable and safe way:
▪

Put the chair in its standard sitting position by mean of the simultaneous movement
button.

▪

Disconnect the plug from the net and attach the mains cable to the suspension hooks
(situated near the lowest cross rail).
Never pull the mains cable, and never remove the chair before disconnecting it
from the net.
When the mains cable has not been stored properly during transport, the risk of
mains cable damage or electrocution increases substantially. Please make sure
that the mains cable is not torn off, squeezed or crushed. Do not put the chair on
the mains cable during transport.

Figure 2.7: Suspension of the mains cable to the suspension hook
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▪

Deactivate the brake.

▪

Take the push bar at the backrest.

▪

Make sure that the chair and all accessories (IV rod,…) can move freely.

▪

Be careful while moving the chair and avoid collisions with people.

▪

Activate the brake as soon as the chair is not moved anymore.

2.2.4 Use of the suspension hook

Figure 2.8: Position of the mains cable in the suspension hook

Figure 2.9: Use of the suspension hook
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2.3 Removable seat
Before removing the seat out of the chair, please make sure that the chair brakes
have been activated.
The seat can be removed from the chair by first lifting its front and then pulling it a little forward. To put
the seat back again, first hook the back of the seat in the chair and then push down its front. It is
advised to incline the backrest of the chair a little before removing or putting back the seat.

Figure 2.10: Removable seat

2.4 Height-adjustable and removable head-neck cushion
The head-neck cushion can be adjusted in height by lowering or lifting the adjustable part at the back
of the backrest. To remove the head-neck cushion, the two buttons on the inside of the adjustable part
have to be loosened.

Figure 2.11: Height-adjustable and removable head-neck cushion
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III. POSSIBLE OPTIONS AND ACCESSORIES
The Domus E-move can be equipped with:
Options

Wooden armrests (For Flex version)

Accessories
ID.nr.

Description

05204

Elice dinner tray (only

Dinner tray attachment

with wooden armrests

Lateral headrests

and dinner tray

Seat cushion with visco-elastic foam and bi-elastic cover

attachment)

Semi-upholstered armrests

05121

Abduction block

Case for IV rod

05874

Anatomical reduction

Wooden legs and aid castors at the back.

cushion

Design castors ø 100 mm with brake and footrest

05944

Dinner tray holder at the back

10206

Batterie

12553

or

Backrest with removable backrest

Domus relax chair E-move
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3.1 Elice dinner tray
3.1.1 Elice dinner tray: use
The Elice dinner tray is made of synthetic material and has been designed to be used on all chairs
from the Haelvoet collection. This option is attached to the chair by means of synthetic dinner tray
attachments, situated under the armrests of the chair.

Figure 3.1: Elice dinner tray: dimensions

The dinner tray can be put and removed in 6 different positions by using both hands. By pushing the
buttons on both sides, the dinner tray can put or removed in the position you want.

Figure 3.2: Elice dinner tray: use

The dinner tray can also be locked on both sides by means of a turning knob, so that the user cannot
(re)move the dinner tray himself (lock mechanism without key).
To lock the dinner tray, the turning knobs on both sides have to be turned ¼, so that they are in the
same direction of the armrests.
To unlock the dinner tray, the turning knobs on both sides have to be turned ¼, so that they are in the
diagonal direction of the armrests.
Domus relax chair E-move
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Locking

Unlocking
Figure 3.3: Elice dinner tray: locking/unlocking

The Elice dinner tray is not intended to be used as a fixation device used to fix a
user in the chair.
Using the dinner tray Elice may hinder a smooth operation of the relax position.

3.1.2 Dinner tray holder at the back
When the dinner tray is not used, it can be put away quickly and easily in the optional dinner tray
holder at the back of the chair. The dinner tray does not obstruct any person transport. Furthermore,
the dinner tray is always situated at a safe distance from the floor, even when the chair is put in a relax
position.

Figure 3.4: Dinner tray holder at the back

When the dinner tray has been put in the holder at the back of the chair, it is no
longer possible to use an IV rod.
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3.2 Abduction block
A fixing rail for an abduction block has been provided under the Elice dinner tray. By pulling the lock
button, the position of the abduction block can be set.

Figure 3.5: Abduction block: locking/unlocking

3.3 Case for IV rod
The side panel Domus chair can be optionally equipped with 1 case for an IV rod. This case can be
installed on both sides of the chair, and is suited for an IV rod (consisting of 1 part) with 2 hooks.
Optionally the chair can be equipped with a not removable IV rod.

Figure 3.6: How to install the IV rod

Weight of the IV rod: 3 kg
Maximum load on the hook: 4 kg
Maximum load on the IV rod: 8 kg
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3.4 Backrest with removable headrest
The headrest can be optionally removed from the backrest by taking it out of cases in the backrest.

Figure 3.7: Backrest with removable headrest (option)
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IV. CLEANING AND DISINFECTION OF THE E-MOVE CHAIR
4.1 General instructions
You have to check the following items before you start cleaning or disinfecting the chair:
▪

Have the brakes been activated?

▪

Has the chair been put in its standard seat position?

▪

Have all electric functions been switched off?

▪

Has the chair been disconnected from the net?

▪

Have all plugs been put correctly in the control box?

▪

Have you checked that all cables and electric parts are undamaged?

▪

Have you made sure that the personnel have appropriate outfits and material? (waterproof aprons and gloves, correct cleaning products,…)
Make sure that the mains cable or electric components are not wet before
connecting the chair to the net. If you think that water or disinfectants have seeped
into an electric component, you have to disconnect the chair immediately and
clearly indicate on the chair that it is “OUT OF USE”. Contact the person who is in
charge of the furniture as soon as possible
All metal protective layers have a high abrasive resistance. Nonetheless, a metal
component can have scratches that expose the underlying layer. Always repair this
damage to avoid corrosion.
After having cleaned and disinfected the chair, it is important to disinfect your
hands before going to another area or room.
Haelvoet NV cannot be held liable for any damage, injuries and impairments
resulting from improper use of cleaning products or disinfectants

4.2 Standard IPX4 chair
Keep in mind that the chair is not wash tunnel-proof. Do not abundantly sprinkle
the chair with water. It is absolutely forbidden to use a high-pressure cleaner.
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4.2.1 Cleaning
Use a soft cloth - that has been moistened with cold or tepid water - and a mild cleaning product or an
all-purpose cleaner to clean the chair. Clean the chair afterwards with a moist cloth (without cleaning
products) and wipe the chair carefully after the entire cleaning process.
Avoid:
▪ Alcoholic cleaning products
▪ Corrosion-stimulating or aggressive cleaning products
▪ Cleaning products containing harmful substances
▪ Scourers
▪ The composition of your used products may not affect the structure or surface of the
synthetic parts. Moreover, the epoxy coating may not be affected as well.
Always read the product information and follow the directions of the cleaning products and
disinfectants.
4.2.2 Disinfection
A good chemical disinfection of the chair can only be obtained by cleaning the chair thoroughly.
Always disinfect the chair before a new person starts using it. Take the clinical picture of the person
and the potential presence of infected chair parts into account, and adjust the number of disinfections
accordingly. Only qualified and trained personnel, familiar with the use of disinfectants, are allowed to
disinfect the chair. Always wear appropriate working clothes, since disinfectants may cause irritations.
Always follow the directions of the used product.
▪

Always use cold or tepid water to dilute the product. Do not use warm water, as this
causes vapour. Always seal the dilution.

▪

Do not use alcoholic products to disinfect large surfaces.

▪

Avoid skin contact and always wear gloves.

▪

Always check if the correct quantity has been used.

▪

Always make sure that there is enough ventilation during and/or after the disinfection.

▪

Always use a cloth or a rag to disinfect. Do not use spray products (risk of inhalation!).

We would like to refer to the website of the Robert-Koch-Institut (www.rki.de) to choose the correct
disinfectant. Keep a disinfection journal for each chair and note down when and why the disinfection
has taken place. Also write down which disinfectant and which quantity has been used, and do not
forget to mention the name and signature of the cleaning person.
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V. GENERAL TECHNICAL DESCRIPTION
5.1 Description
The Domus relax E-move is available in following categories:
▪

Domus relax E-move Flex

▪

Domus relax E-move Soft

The E-move chair is equipped with a relax mechanism that has been especially designed for the
nursing sector.
All steel elements are protected by an epoxy coating or a chromium-plated layer, whereas the hinge
points have self-lubricating synthetic bearings (= maintenance-free). Rough surfaces, sharp corners
and edges which may cause injuries or damage have been avoided or covered.
A well and preventively maintained chair that is used in accordance with the specifications of this
manual can be used for 10 to 25 years (or at least 10,000 cycles per chair function) without any
problems. An incorrect or very intensive use of the chair affects its lifespan very negatively. The same
goes for bad preventive or curative maintenance. While maintaining the chair curatively or
preventively, the technician always has to check if the chair still guarantees the basic safety of the
user. If this is not the case anymore, the chair has to be put out of use.
Do not modify the chair without the explicit permission of Haelvoet NV. After a permitted modification,
the chair always has to be inspected correctly. Furthermore, the chair has to be submitted to a
thorough test to make sure that the chair still functions safely.
The chair consists of 3 main parts:
▪

Support

▪

Seat

▪

Backrest

5.2 Dimensions
Domus relax chair
E-move Soft
(art.nr. 15032)
L 76 x D 79 x H115 cm
Seat height: 45 cm
Seat depth: 51 cm
Seat width: 52 cm
Height of the armrests: 66 cm
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Domus relax chair
E-move Flex
(art.nr. 15038)
L 62 x D 73 x H115 cm
Seat height: 45 cm
Seat depth: 51 cm
Seat width: 52 cm
Height of the armrests: 63,5 cm

5.3 Technical data of the castors
Type

Twin castor Linea

Twin castor Linea

Ø 100 mm

Ø 65 mm
(option for Domus Emove Flex)

Manufacturer

Tente

Tente

Country of production

Germany

Germany

Castor diameter

100 mm

65 mm

Castor width

73,5 mm

46 mm

Bearing

Precision ball bearings

Precision ball bearings

Dynamic load capacity

100 kg

40 kg

Static load capacity

200 kg

80 kg

Load

1000 N

400 N

Swivelling resistance

200 N

115 N

Rolling resistance

14 N

22,3 N

Tread

Polyurethane

Polyurethane

Operating angle of the
central brake
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VI. ELECTRICAL TECHNICAL DATA
6.1 Built-in hand control
Type

HC 201 - 602113

Manufacturer

LIMOSS

Country of production

Germany

6.2 Hand switch (option)
Type

HC 201 - 602113

Manufacturer

LIMOSS

Country of production

Germany

6.3 Adaptor
Type

MC115L-70-EU

Manufacturer

LIMOSS

Country of production

Germany

IP rating

IP26

Primary power supply / max. current intensity

100-240 VAC / 1,6 A

Frequency

50/60 Hz

Secondary power supply

24 VDC

Duty cycle

Max. 10 % or 2 min/18 min

Length of the mains cable

3m

Plug type

Moulded two-pin Euro plug

6.4 Backrest actuator
Type

MD 125 - 452773

Manufacturer

LIMOSS

Country of production

Germany

IP rating

IPX4

Input voltage

24 VDC

Length of stroke

45 mm

Duty cycle

Max. 10 % or 2 min/18 min

Thrust

3000 N

Including

Clamp safety
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6.5 Legrest actuator
Type

MD 125 - 452774

Manufacturer

LIMOSS

Country of production

Germany

IP rating

IPX4

Input voltage

24 VDC

Length of stroke

45 mm

Duty cycle

Max. 10 % or 2 min/18 min

Thrust

3000 N

Including

Clamp safety

6.6 Battery (option)
Type

MC160 500565

Manufacturer

LIMOSS

Country of production

Germany

Input/output voltage

24-35 VDC

Capacity

1,8 Ah

Max. storage duration

3 months without recharging

Duty Cycle

2min/18 min

Max. connection duration

Advisable to connect the battery to the net at all
times

6.7 Precautions for cable connections
Never install/remove a cable or actuator when the control box is connected to the
net and/or a chair function has been activated !
The following procedure has to be followed when replacing a cable or an actuator:
1. disconnect the chair from the net and wait for 5 seconds.
2. remove/install the necessary cables and/or actuator.
3. check if all cable fittings have been equipped with a rubber O-ring. Install the cables and
fasten them by means of the appropriate lock mechanism.
4. connect the chair with the net and test its functionality.

6.8 Ambient conditions for the actuators when used
Temperature:

10°C to 40°C

Relative humidity:

20 % to 90 % at 30°C without condensation

Atmospheric pressure:

700 to 1060 hPa
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6.9 Circuit diagram

Figure 6.1: Circuit diagram for Domus E-move
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VII. MECHANICAL TECHNICAL DATA
Chair type

Domus relax E-move

Weight of an empty chair without accessories

65 kg

Safe working load

135 kg

Max. sound level during a manipulation

max 50dB(A)

VIII. STORAGE OF THE E-MOVE CHAIR
When you want to store the chair for a long time, you have to keep the following ambient conditions in
mind:
•

all electric functions have to be switched off.

•

the brakes have to be activated.

•

the storage space has to be dry and dust-proof. You can also cover the E-move chair, so
that no water or dust can damage the chair.

•

the optional battery has to be charged every week or disconnected from the control
box, in case the chair is stored for more than one week.

•

make sure the relative humidity of the storage room 20 to 90% without condensation.

•

make sure the temperature remains relatively constant and lies between -10 and +50°.

•

make sure the atmospheric pressure lies between 700 hPa and 1060 hPa

You have to check all functions before you want to use the E-move chair again (see
checklist in appendix).
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IX. PREVENTIVE AND CURATIVE MAINTENANCE
9.1 Safety responsibility
It is the responsibility of the institute to make sure that the E-move chair guarantees the user’s safety
during its entire life span. Moreover, the chair has to be maintained preventively. The chair has been
developed in such a way that it can be used safely for many years, on the condition that it is
manipulated correctly and checked regularly. It also has to get at least one preventive maintenance a
year. It is the nurses’ task to perform a routine check at regular times, especially when a new person
has to be put in the chair.
The maintenance of the chair may only be carried out by qualified and technically
trained personnel. The guarantee is nullified, if the maintenance of the chair has been
carried out unprofessionally and causes damage to the chair functions.
All repairs to actuators, control boxes and actuator accessories have to be carried out
by an authorised Limoss service shop or by a technician that has been acknowledged
by Limoss. All guarantee conditions are nullified, if Limoss parts have been opened. An
acknowledged Limoss technician can always obtain further information about Limoss
parts from Haelvoet or Limoss.
Never perform maintenance work or repairs while the user is still in the chair.
In order to optimize the life span of the chair and to avoid accidents, the European
regulation obliges an annual preventive and registrated maintenance. Use the checklist
in appendix during this annual preventive maintenance. If necessary, consult this
manual as well.
We strongly recommend you to check the following items regularly:
•

Proper functioning of the E-move relax mechanism.

•

Fixation of the castors.

•

Proper functioning of the brakes on the castors.

When you think that there is some damage or that the E-move chair does not function properly, you
have to stop using the chair immediately. You also have to indicate clearly on the chair that it is OUT
OF USE. Contact the person who is in charge of the furniture as soon as possible.
The checklist (see appendix) can serve as a guideline during controls.
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9.2 Spare parts
Haelvoet NV can provide all necessary spare parts. All you have to do, is to specify the article number,
the sales order number and the serial number of the respective product. This information can be read
on the identification label. This label can be found at the inside of the E-move chair.
article number
sales order number
serial number

To keep the right to the guarantee, and to make sure that the E-move chair continues to offer safety
and proper functioning, you may only use original Haelvoet NV spare parts!
Do not hesitate to contact Haelvoet NV if you have specific questions or if you want to order spare
parts:
Haelvoet nv
Leon Bekaertstraat 8
8870 Ingelmunster
Belgium
Tel: +32 (0) 51 48 66 95
Fax: +32 (0) 51 48 73 19
Email: info@haelvoet.com
www.haelvoet.com

9.3 Used fastening methods
▪

Axle and axle retaining ring: This ring is used to fasten the actuators and several metal parts. It
can be easily removed by just pulling the clip. The axle can be locked again by pushing the
retaining ring back in the groove.

Figure 9.1: Axle and axle retaining ring
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9.4 Battery (option)
Technical specifications:
Type: Li-Ion battery with a capacity of 1,8 Ah
Charging status:

The Red LED will be flashing every 1 seconds if akku pack is charging and the voltage of the internal
cell pack is lower than 28,3 V ±0,5 V.
The Akku pack is full charged if the voltage of the cell pack reaches 29 V ±0,3 V and show green LED.
Life span at normal use: at least 7 years. The way of use can shorten this life span considerably.
Operating time: depending on the kind of movement (backrest, leg rest) and load. The Akku pack
could delivery power for around 40 min with 3 A load. An alarm signal warns you during an electric
manipulation, in case the capacity of the battery (= lower dan 23V+/- 0,5V) does not suffice anymore
to further manipulate the chair. Immediately connect the chair to the net as soon as this alarm signal is
audible.
If not use for a long period, recharge the akku pack every 2 month
Charge the battery completely before you start using the chair (at least 10 hours). Multiple high
discharges have a harmful effect on the life span of the battery.
If the control box is damaged because of a shock (e.g. because it has fallen on the
floor), it is important that the external battery is disconnected from the control box
and is replaced by a new external battery.
Always replace a Li-Ion battery that is older than 9 years or of which the capacity is
too low. Faulty or old batteries increase the risk of explosion.
Transportation: The Li-Ion batteries must be packed and transported according to
applicable regulations. Always ask your local transportation provider how to handle
the transportation of Li-Ion batteries. Defective or damaged Li-Ion batteries or Li-Ion
batteries that may produce excessive heat or fire are not allowed for aircraft
transportation.
Do not open the battery case as damage to the cell or circuitry may develop excessive
heat.
Do not exceed the storage temperature (-5°C to + 40°C) as it will shorten the product
life and performance. The batteries must be stored in an applicable storage room
avoiding direct sunlight. The batteries are best stored close to an exit, and in a zone
where fire spread is small.
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X. GUARANTEE
The contractual guarantee is nullified, if spare parts are used that are not permitted, or if nonauthorized interventions or actions are performed, such as:
•

Cleaning of the E-move chair in a wash tunnel or cleaning with unauthorized products.

•

Incorrect use.

•

Activations that conflict with the instructions in this manual.

•

Activations that exceed the expectations of a standard relax chair.

The stipulated guarantee period in the contract is only valid if a “registered” preventive check
is performed annually.
Spare parts that are covered by the guarantee will not be invoiced when the faulty parts are
returned.
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XI. RESIDUAL WASTE AND THE ENVIRONMENT
Please sort the residual waste in accordance with the regulatory environmental requirements. If you
decide not to use the Domus E-move relax chair any longer and to destroy it, then the high/low relax
chair has to be disassembled and recycled in accordance with the environmental legislation.
This product contains recyclable steel and synthetic material. In order to recycle optimally at the end of
the chair’s life span, all parts have to be separated in such a way that the basic materials of this
product can be used again.
Haelvoet NV is fully aware of the fact that the environment has to be protected for the next
generations. That is why we pay extra attention to development, innovation, production and the use of
environment-friendly technologies and materials.

This logo wants to

This symbol – known as the

Recyclable synthetic material.

point out to the

möbius loop – can mean two

A number refers to the sort of

consumer that waste

things: “Recyclable” product or

plastic that is used to make the

belongs in a dustbin

“This product contains

product. For the moment, only

and not in natural

recycled material”.

plastic types 1, 2 and 3 can be

areas or on the public

If the latter is the case, then

recycled.

highway.

the word ‘recycled’ has to be
mentioned.

Plastic types:
1 = PET
2 = HDPE
3 = PVC
4 = LDPE
5 = PP
6 = PS
7 = other types

This product is made of environment-friendly materials! It does not contain any dangerous substances
such as cadmium, mercury, asbestos, PCBs or CFCs.
This product has a LI-Ion battery. When the life span of the battery has come to an end, hand in this
battery to a person or institute that is authorized for battery collection.
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Information for the users of electric and electronic equipment.
This symbol on the product or supplied documentation means that the used electric or
electronic components (waste of electric and electronic equipment = OEEZ/WEEE) may
not be given or destroyed with domestic waste. Only specialised firms are authorized to
process this waste. These firms will accept your waste without charge.
By removing and recycling these components properly, you protect valuable natural resources. You
also prevent possible negative effects on public health. Further information can be obtained from the
governmental agencies that are officially acknowledged for the protection of the environment, or from
the nearest assembly point for the collection of separated waste.
If you don’t follow the correct procedures for waste disposal, the national
legislation can seriously fine you!
Information about the disposal of electric and electronic equipment for users in countries
outside the European Union:
The symbol as showed above only applies for countries of the European Union. Please consult your
local authorities or distributor for more information about the correct disposal of OEEZ/WEEE (waste
of electric and electronic equipment) and LI-Ion batteries.
Protect your health and the environment.
Protecting the environment is protecting the future. Thank you.
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XII. SYMBOLS

Backrest adjustment

Legrest adjustment

Backrest + legrest adjustment

Warning

Not following this instruction

Not following this instruction

can lead to material damage to

can lead to accidents with

the chair and/or surroundings.

serious injuries.

XIII. CONFORMITY
The E-move chair is produced in accordance with ISO 9001:2015 and ISO 13485:2016 and complies
with the EC Directive concerning machinery 2006/42/EC and all applicable European harmonized
norms:
EN 16139

Furniture - Strength, durability and safety - Requirements for non-domestic seating.

EN 1728

Domestic furniture – Seating - Test methods for the determination of strength and
durability.

EN 1022

Domestic furniture – Seating - Determination of stability.
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13.1 Explanation of the CE-label and identification label

1

Article name

9

Safe working load

2

Conformity mark in accordance with the EC

10

Date of manufacture

Directive concerning machinery 2006/42/EC

11

Number sofware

3

To be used indoors

12

Address of the manufacturer

4

Attention! Electronic waste

13

Website of the Manufacturer

5

Class II equipment

14

Manufacturer

6

Duty cycle, adjust for a maximum of 2

15

Serial number / Sales order number

minutes, then 18 minutes pause

16

Article name

7

Max. input current

17

Article number

8

Input voltage
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13.2 Used symbols

Safe working load.

Consult the manual before you start using the product.

Conformity mark in accordance with the EC Directive concerning machinery 2006/42/EC

IP X4

Protection against splashing water coming from all directions.

IP X6

Protection against dust and powerful jets of water coming from all directions.

Class II equipment

To be used indoors

Thermal switch off in the transformer

Double-insulated transformer

The used electric or electronical components may not be given or destroyed together
with domestic waste.
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APPENDIX 1: EC-DECLARATION DOMUS E-MOVE SOFT
EC-DECLARATION OF CONFORMITY
Following the EC Directive concerning machinery 2006/42/EC, annex II.

I, the undersigned, agent of the following manufacturer:

Haelvoet nv
Leon Bekaertstraat 8

Tel.:

+32 (0) 51 48 66 95

8770 Ingelmunster

Fax:

+32 (0) 51 48 73 19

Belgium

Email:

info@haelvoet.com

Declare hereby under sole responsibility that the following product:

Domus E-move Soft
No.: 15032
when installed, maintained and used in accordance with the manual, the rules of good craftsmanship, and
the intended purpose complies with all Essential health and safety requirements relating to the design and
construction of machinery of annex I of:

EC Directive concerning machinery 2006/42/EC
The following norms have been applied to indicate the conformity:
EN 16139
EN 1022
EN 1728

Furniture – Strength, durability and safety – Requirements for non-domestic
seating.
Domestic furniture - Seating - Determination of stability
Domestic furniture – Seating - Test methods for the determination of strength
and durability

The above-mentioned product has been designed, produced and checked in accordance with
the quality management systems of ISO 9001:2015.

Ingelmunster, 21/04/2020

Signature:

Haelvoet Vincent
Managing director
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APPENDIX 2: EC-DECLARATION DOMUS E-MOVE FLEX
EC-DECLARATION OF CONFORMITY
Following the EC Directive concerning machinery 2006/42/EC, annex II.

I, the undersigned, agent of the following manufacturer :

Haelvoet nv
Leon Bekaertstraat 8

Tel.:

+32 (0) 51 48 66 95

8770 Ingelmunster

Fax:

+32 (0) 51 48 73 19

Belgium

Email:

info@haelvoet.com

Declare hereby under sole responsibility that the following product :

Domus E-move Flex
No.: 15038
when installed, maintained and used in accordance with the manual, the rules of good craftsmanship, and
the intended purpose complies with all Essential health and safety requirements relating to the design and
construction of machinery of annex I of:

EC Directive concerning machinery 2006/42/EC
The following norms have been applied to indicate the conformity:
EN 16139
EN 1022
EN 1728

Furniture – Strength, durability and safety – Requirements for non-domestic
seating.
Domestic furniture - Seating - Determination of stability
Domestic furniture – Seating - Test methods for the determination of strength
and durability

The above-mentioned product has been designed, produced and checked in accordance with
the quality management systems of ISO 9001:2015.

Ingelmunster, 21/04/2020

Signature:

Haelvoet Vincent
Managing director
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APPENDIX 3: MAINTENANCE CHECKLIST
Customer:
Address:
Performed:

 check on delivery

 other
Model

 periodical check
 check after repair or maintenance

Domus E-move chair

Model nr.:

Id. nr. :

Installation:
Manufacturer:

Haelvoet nv

Class:

I. Visual inspection

Good

Not good

Malfunction description

Visual inspection of electrical parts
Stickers and identification plates

Present

Housing of the adaptor

damage

Housing of the actuators

Correct position, damage

Battery

Age

Fixation of the actuator shafts

All fastening clips are
present

Hand switch

Damage

Actuator, hand switch and
supply cables

Damage, because the cable
is jammed, cut or incised.
Check the cable route +
fixation

Strain relief of the supply cable

Supply cable is fastened
properly

Visual inspection of the mechanical parts
Stickers and identification plates

Present

Support

Damage, deformation

Castors

Damage

Welded joints

Broken joint

Wear-sensitive parts, such as
hinge points

Wear, breakage

All nuts/bolts
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II. Electric measurement according EN 62353

Good

Not good

Malfunction description

III. Performance check

Good

Not good

Malfunction description

Performance check of the electrical parts
Performance of all actuators

Test as instructed by the
manual

Sound of all actuators
Battery

Functioning

Hand switch

Functioning, sound

Limit switch on the actuators

Automatic

Performance check of the mechanical parts
Complete chair functionality
Hinges and virtual pivot points

Fluent, smooth movement

Castors

Brake quality, deactivate

Check result
All check results are within
the permitted limits

 yes

 no

Successful check

 yes

 no

Unsuccessful check

 Malfunction, do not use the chair! repair

Next date of inspection:

 Malfunction, do not use the chair!  put the chair OUT OF USE
 Chair complies with the safety norms
Test sticker present

 yes

 no

Other remarks

Comments

Date of inspection:
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Inspector:

Signature:
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APPENDIX 4: TRAINING CERTIFICATE

Domus Relax chair E-move

APPENDIX
page 47 of 48

Manufacturer:
Haelvoet NV
Leon Bekaertstraat 8
8770 Ingelmunster
Belgium
Tel. +32 51 48 66 95
Fax. +32 51 48 73 19
info@haelvoet.com
www.haelvoet.com

All Written by:
Haelvoet NV

All rights reserved. Nothing from these operating instructions or this technical manual may be
reproduced without the prior written consent of Haelvoet NV.
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